[Grounds for the procedure of laser projector safety assessment].
Grounds for the procedure of laser projector safety assessment are given. The method allows to measure maximum intensity of diffused and diffusely reflected radiation of laser projectors, irrespective of graphic effects being used. It also makes it possible to standardize the procedure of laser safety assessment, laser devices being used to produce a show.